Electropolishing was conducted on NiTi alloy of composition 49.1 Ti-50.9 Ni at.% under potentiostatic regime at ambient temperature using perchloric acid based electrolyte for 30 sec followed by passivation treatment in an inorganic electrolyte. The corrosion resistance and biocompatibility of the electropolished and passivated alloys were evaluated and compared with mechanically polished alloy. Various characterization techniques like scanning electron microscopy, atomic force microscopy, and X-ray photoelectron spectroscopy were employed to analyze the properties of surface modified and mechanically polished alloys. Water contact angle measurements made on the passivated alloy after electropolishing showed a contact angle of 35.6 ∘ , which was about 58% lower compared to mechanically polished sample, implying more hydrophilicity. The electrochemical impedance studies showed that, for the passivated alloy, threefold increase in the barrier layer resistance was obtained when compared to electropolished alloy due to the formation of compact titanium oxide. The oxide layer thickness of the passivated samples was almost 18 times higher than electropolished samples. After 14 days immersion in Hanks' solution, the amount of nickel released was 315 ppb which was nearly half of that obtained for mechanically polished NiTi alloy, confirming better stability of the passive layer.
Introduction
Binary NiTi alloys containing 50-51 at.% Ni are widely used for biomedical applications owing to their unique shape memory as well as superelastic properties and are preferred over conventional implant materials like Co-Cr-Mo alloys and stainless steel for specific applications [1] . These alloys are reported to exhibit surface passivity due to the presence of native titanium oxide layer which prevents the alloy from corrosion under the influence of body fluids and hence they possess superior biocompatibility compared to stainless steel [2, 3] . In spite of its remarkable properties, nickel elution is still a major issue of concern in using NiTi alloys, as high nickel content creates serious health hazards when implanted into human body. Human physiological environment is complex and the biocompatibility of the material needs to be established prior to use as an implant device. Nickel elution on immersion of NiTi in simulated body fluids (SBF) has been studied by various researchers [4] [5] [6] . Since nickel elution produces severe allergic issues, many of the research works on NiTi alloys were focused on improving the biocompatibility and corrosion resistance by suitable surface modification techniques [7] [8] [9] . The corrosion behavior of the alloy has been analyzed in various simulated body fluids such as Tyrode's, Hanks' , phosphate buffered saline (PBS), and 0.9 wt.% NaCl solutions [10] [11] [12] [13] [14] [15] [16] [17] . Results of these studies showed that the electrochemical behavior and the nickel release rate vary from one type of solution to the other although the chloride content in these physiological solutions remained almost the same. Therefore the presence of other ions also plays a significant role in the electrochemical behavior of NiTi. The purity and ratio of individual elements, method of melting/casting [18] , and shape memory heat treatment also play a vital role in determining the biocompatibility. The formation of uniform, compact, and defect free oxide on the surface was found to be beneficial in the place 2 Advances in Biomaterials of a thicker oxide layer [19] . Since the corrosion resistance of an alloy depends strongly on the surface structure and the composition, selective tuning of the surface of the alloy using chemical or electrochemical methods is expected to improve its corrosion resistance.
Among the various surface modification techniques developed so far for NiTi alloys, electropolishing process was proved to be beneficial, as it removes the outermost surface layer of the alloy formed during metal working operations and is effective in reducing the surface roughness from micro-to nanometer level, enabling the surface to function as a biomaterial [20, 21] . Electropolishing of NiTi alloys in various solutions has been developed and was found to improve the bioapplicability [22, 23] . These processes can be operated potentiostatically or galvanostatically at or below room temperature.
In the present study, the effect of electropolishing and passivation on the corrosion resistance of biomedical grade NiTi alloy has been carried out. Low temperature electropolishing treatments are generally preferred for obtaining good surface finish. The present work is focused on electropolishing of NiTi alloy in perchloric acid based solutions at ambient conditions for 30 sec, which we consider as the lowest duration compared to the literature reports [12, 24] . Electropolishing process was followed by passivation treatment in potassium periodate to form a passive film. The oxidizing power of potassium periodate is utilized for various applications [25] . Hence, passivation using periodate solution was expected to modify the surface properties of NiTi alloy also. Mechanism of electropolishing and passivation and their in vitro corrosion resistance and biocompatibility have been analyzed and compared to those of mechanically polished NiTi alloy.
Experimental
Vacuum arc melted and hot-rolled NiTi strips (50.9 at.% Ni) of 10 mm width and 1 mm thickness were employed in this study. The microstructure of NiTi alloy strip after etching in Kroll's reagent (HF, HNO 3 , and H 2 O in the ratio 5 : 3 : 92) was examined under secondary electron mode using scanning electron microscope (SEM, Carl Zeiss, Supra 40 VP). The composition of the phases present in the alloy was analyzed using a CAMECA Electron Probe Micro Analyzer (EPMA).
The specimens of dimension 10 mm × 10 mm × 1 mm were abraded progressively using SiC grinding papers from 100 to 600 grit and then ultrasonically cleaned in acetone and distilled water separately for 15 min. After being air dried, the samples were electropolished at a constant voltage for 30 s at room temperature in an electrolytic cell using stainless steel as cathode. The electrolyte consisted of perchloric acid, butanol, and absolute alcohol in the ratio 1 : 3 : 1. The voltages used for electropolishing (EP) were 15, 20, and 25 V. After electropolishing, the samples were ultrasonically cleaned in acetone and distilled water consecutively for 15 min. and air dried. Further, passivation treatment using potassium periodate was given to selected specimens. The sample identification shown in Table 1 will be followed in this paper unless otherwise stated. The mean roughness factor, , of mechanically and electropolished alloys was measured over a length of 3.1 mm using a profilometer (Surtronic 3+, Taylor Hobson make). The surface topography and roughness analysis for as-polished, electropolished, and passivated samples were characterized using atomic force microscopy (AFM, model SSI, CSEM make) under noncontact mode. The profile view of the sample was examined using nano profilometer. For all the samples, images were recorded over an area of 1.5 × 1.5 m 2 . Water contact angle of the samples was measured by sessile drop method using a Contact Angle Analyzer (model Phoenix 300 Plus from M/s Surface Electro Optics, South Korea). Deionized water with a droplet volume of 8 L was dripped on the sample surface and the contact angle between the drop and the substrate was measured. The surface morphology of mechanically polished, electropolished, and passivated samples was examined using scanning electron microscope (Carl Zeiss, Supra 40 VP). Surface analysis was performed by an X-ray photoelectron spectrometer (SPECS) equipped with a hemispherical analyzer. The X-ray source used was Al K radiation with a pass energy of 20 eV. A vacuum generator argon source having a pressure of 10 −9 Torr was used for sputtering. The spectra for each sample were generated after 2 minutes of argon sputtering and the binding energies were computed with reference to C1s peak located at 284.5 eV. For all the analyses, three samples were tested.
The electrochemical methods employed to evaluate the behavior of mechanically polished and surface-treated NiTi alloys include potentiodynamic polarization and electrochemical impedance spectroscopy (EIS) using CHI604D electrochemical workstation. The corrosion cell was first cleaned with deionized water, rinsed with phosphate buffered saline (PBS) solution, and filled with approximately 260 mL of PBS. The cell with its contents was brought up to 37 ∘ C by placing it in a controlled temperature water bath. The PBS solution was purged with ultrahigh-purity nitrogen for 30 min prior to immersion of the specimen. After immersion, nitrogen purging continued for an additional 30 min before starting the polarization tests. A saturated calomel electrode was used as the reference electrode and it was inserted into a Luggin Capillary. The surface area of the specimen in contact with PBS was carefully calculated to increase the accuracy of the corrosion parameters. Polarization scans were performed at a rate of 0.167 mVs −1 . Corrosion current ( corr ) and corrosion current density ( corr ) were estimated by Tafel extrapolation to the cathodic and anodic part of the polarization curves, respectively. Corrosion rate was calculated as per ASTM G102 − 89 which is given as
= constant given by 3.27 × 10 −3 mm⋅g/ A⋅cm⋅year, corr = corrosion current density in A/cm 2 , = equivalent weight of NiTi alloy in grams, and = density of NiTi in g/cm 3 .
All the experiments were repeated thrice to check the repeatability.
The effect of surface modification on the metal ion release was assessed by measuring the amount of nickel released after immersion in Hanks' solution. The samples were kept in 5 mL of Hanks' solution and incubated in a thermostatic chamber at 37 ∘ C for 2 weeks. The solutions were periodically withdrawn and replaced with fresh solution. Nickel eluted out was quantitatively measured using atomic absorption spectrophotometer (AAS, GBC Scientific Equipment Ltd.).
The composition of PBS and Hanks' solution is given in Table 2 .
Results and Discussion

Substrate
Characteristics. Secondary electron micrographs of polished and etched NiTi samples showed that the structure consisted of uniformly distributed particles/precipitates of size 1-2 m in a matrix of polycrystalline NiTi grains (Figure 1(a) ). EPMA analysis conducted on the second phase particles showed that they were Ti-enriched, with an approximate composition corresponding to Ti 2 Ni. The average size of the NiTi grains was measured to be 30 m (Figure 1(b) ).
Electropolishing process was optimized at 20 V for 30 sec. Based on visual observations, it was found that, below and above this voltage, electropolishing was not efficient. At an applied voltage of 15 V, electropolished surface appeared dull whereas, at 25 V, the surface appeared bright but was found to be rough with large number of undulations and wavy pattern. Secondary electron micrographs depicting the morphology of mechanically polished, electropolished, and passivated NiTi samples were given in Figure 2 . Scratches and grooves due to mechanical polishing were seen clearly in bare NiTi. After electropolishing at 20 V, the surface appeared smoother and the polishing marks were completely eliminated. Surface of the passivated sample appeared dull compared to electropolished sample possibly due to the formation of oxide layer.
Topography and Wetting
Behavior. Studies revealed that surface roughness has a strong influence on the corrosion resistance of NiTi implant materials [26, 27] . The roughness values obtained in the present study for the untreated, electropolished, and passivated samples were given in Table 3 . The mechanically polished (bare) sample exhibited an average roughness of 76.8 nm.
value obtained for the electropolished and passivated sample using profilometer was 66.2 and 151.2 nm, respectively. The average roughness values obtained from AFM for mechanically polished NiTi, EP20V, and EP20VPIE were 1.7 nm, 2.5 nm, and 30.8 nm, respectively. The increase in roughness value after passivation could be due to the formation of titanium oxide at the surface. The topographical images of untreated and surface modified NiTi alloy obtained using AFM are shown in Figures 3(a)-3(c).
Nonuniform "streaky" pattern was clearly visible for untreated sample which was due to mechanical polishing. After electropolishing at 20 V, there was a noticeable change in the topography of the surface, wherein it appeared as uniform distribution of nanospikes over the entire area. The topography of the passivated sample exhibited several bright nodules which have resulted due to modification of the surface during interaction with the electrolyte. These samples displayed more than twelve-fold increase in roughness compared to electropolished samples. These results were quantitatively in agreement with profilometry measurement (Figures 4(a)-4(c) ).
There was a mismatch in the values obtained using AFM and profilometer, the values being higher in the latter case. However, the trend in changes in the surface roughness due to surface modification was found similar irrespective of the technique used for measurement. It may be noted that there is a marginal change in the values due to electropolishing. On the other hand, passivation was found to result in substantial increase in values. While the increase was found to be nearly 2.5 times in the case of profilometry, AFM measurements indicated almost 12-fold increase in the surface roughness. The difference in the mismatch of values obtained in the two techniques used could be attributed to scan length/area used for measurements. In the present study, the scan length for profilometric measurements and AFM was 3.1 mm and 1.5 m, respectively. Longer scan lengths appeared to have resulted in a higher roughness value. Similar observations were mentioned by Eliaz and Nissan in the case of stainless steel [28] . In addition to the initial surface conditioning, the value was found to be dependent on the magnitude of the surface area measured. Hence a diverse range of values was reported in the literature for electropolished NiTi alloys [10, 12, 19] . The roughness value obtained from AFM was found to be 23.2 nm after electropolishing in perchloric acid solution when measurements were conducted over an area of 50 × 50 m 2 [12] . On the other hand, Cisse et al. reported slightly lower roughness value (1.7 nm) when the scan area was limited to 2 × 2 m 2 [19] .
Graphical representation of contact angle observed for different samples studied was given in Figure 5 . Contact angle of the mechanically polished (bare NiTi) sample was 85.6
∘ . Electropolishing at 20 V showed a contact angle similar to that of mechanically polished samples. A significant change in the wetting behavior of the alloy was noticed after passivation process wherein the contact angle observed was 35.6 ∘ , which was about 58% lower compared to bare NiTi, indicating more hydrophilicity.
One of the necessary criteria for a biocompatible material is that the surface should have good wetting properties [29, 30] . The marked lowering of contact angle exhibited by the passivated alloy relative to other surfaces may be attributed to the transition of metal topography, namely, formation of oxide associated with pores and enhanced roughness [31] [32] [33] . In the current investigation, AFM image ( Figure 3(c) ) and the profile view (Figure 4(c) ) support the formation of microsized nodules over these surfaces compared to electropolished samples. Based on the above, it can be concluded that the wettability of NiTi can be improved by potassium periodate passivation treatment. Figure 6 depicts the XPS survey spectrum of mechanically polished sample which was almost identical to that of surface modified samples. The presence of Ni, Ti, O, and some amount of carbon due to physical adsorption of carbon containing molecules from the atmosphere was identified. Surface chemical concentration of each element was given in Table 4 . The nickel content was around 11% at the surface for bare NiTi which reduced to 0.8% after passivation. The Ti/Ni ratio for bare NiTi after sputtering was 1.8. Electropolishing process resulted in increasing the ratio to 3.8. However, after periodate treatment, the Ti/Ni ratio was found to be 30.1. Among all the samples, the surface concentration of nickel was the least for the passivated sample. Hence, it can be conjectured that electropolishing followed by passivation assists in reducing the content of nickel over the surface due to preferential oxidation of titanium to titanium dioxide.
Surface Analysis.
Figures 7(a)-7(c) showed detailed Ti 2p spectra for all the three samples. The main peak at 458.7 eV could be assigned to Ti 2p 3/2 in +4 oxidation state. The doublet separation was 6.1 eV. For bare and electropolished sample, a low intense peak at 454.6 eV was due to the presence of unoxidized titanium present in the NiTi alloy. For this sample, existence of titanium in metallic state would result in reduced thickness of the passive layer as quoted by Vojtěch et al. [34] . After passivation, the corresponding peak was absent due to the complete oxidation of titanium under the experimental conditions. The thickness and compactness were expected to be more due to passivation treatment.
The high resolution photoelectron spectra of nickel in the 2p region for mechanically polished, electropolished, and passivated samples were given in Figures 8(a)-8(c) . The spectra of bare NiTi and electropolished sample looked almost similar. The prominent peak at 852.3 eV could be attributed to the binding energy of Ni 2p 3/2 in the elemental form. The spin orbit separation of 2p 3/2 and 2p 1/2 was 17.1 eV. A satellite peak at 859.3 eV which is the characteristics of Ni 2p 3/2 was also seen in the figure. For passivated sample the peaks were noisy due to low concentration of nickel at the surface. Consequently nickel might have diffused inwards during the passivation process [35] . The absence of peak for nickel in +2 oxidation states and the selective oxidation of titanium are in accordance with the Gibbs free energies for the formation of NiO and TiO 2 , which are −211.7 and −888.8 kJmol −1 , respectively [36] .
Electrochemical Behavior.
Potentiodynamic polarization curves obtained for mechanically polished and surface modified NiTi specimens in PBS solution were displayed in Figure 9 and the parameters were given in Table 5 . Corrosion potential, corr , is a measure of stability of the surface towards corrosion when immersed in corrosive media. From Figure 9 , it was evident that bare NiTi alloy exhibited an active/passive transient behavior during anodic polarization. Similar transient peak was also observed by Hu et al. for bare NiTi alloy in 0.9% NaCl solution, while no such behavior could be noticed in case of treated samples [17] . Bare NiTi alloy revealed a corrosion potential of −0.47 V versus SCE. The breakdown of the passive film and the inception of pitting attack occurred at lower anodic potential of 0.49 V, indicated by sharp increase in current density for small change in potentials. The corrosion potential of all the treated samples was found to be nobler than untreated ones. An excellent biocompatible material should exhibit higher breakdown potential and minimum passive current density over a wide range of potentials which ensures good passivity at the surface [37] . The corrosion current density observed for bare NiTi was 7.7 × 10 −7 Acm −2 . For all the treated samples there was almost two-magnitude decrease in corrosion current density which was in the order of 10 −9 Acm −2 . Sun and Wang reported that, after the surface treatment on NiTi alloy, the corrosion current density was in the order of 10 −6 Acm when analyzed in PBS solution [38] . The diversity in the physical, chemical, and electrochemical properties of NiTi alloy could be correlated to the differences in processing parameters and the composition of the alloy. The breakdown potential, , of EP20V and EP20VPIE was 1140 mV and 1008 mV, respectively. The passive current density, , for mechanically polished sample was 1.9 × 10 −5 Acm −2 . There was one-order magnitude decrease in passive current density for EP20V. For EP20VPIE sample there was two-order magnitude decrease in passive current density; the value was around 3.6 × 10 −7 Acm −2 signifying more passive behavior. In the biomedical application point of view, implanted material should retain its passivity to prevent the failure of the device. Several parameters influence the corrosion behavior of implanted material such as localized pH, temperature, tribological effect, and ionic concentrations. Hence, it can be expected that a stable and more passive surface can give better corrosion resistance for these applications. Therefore, from Figure 9 it was evident that passivation process after electropolishing resulted in lowering the corrosion current density and exhibited more noble corrosion potential. This indicates the effective improvement in the corrosion resistance performance due to the passivation treatment. For electropolished sample the anodic curve displayed active behavior until around 0.5 V and the formed passive layer was stable until 1.1 V. However, for passivated sample, the anodic curve exhibited passivity from 0 V which extended until 1 V. Therefore the range of passive behavior was the highest for passivated samples.
In PBS solution, mechanically polished NiTi alloy exhibited highest rate of corrosion (6.98 × 10 −3 mm/year). In the case of electropolished and passivated samples, the rate of corrosion was in the order of 10 −5 mm/year which was almost two orders lower than bare NiTi. This indicated that untreated alloy was more susceptible for corrosion than the samples subjected to electropolishing. The material loss due to corrosion can be further reduced by passivation treatment in periodate solution.
The optical image of bare NiTi alloy after potentiodynamic polarization test is shown in Figure 10 . Pits could be seen on the sample surface as a result of the attack of chloride ions present in the medium. Bare NiTi samples were more susceptible to pitting corrosion than the surface treated NiTi alloy. Pitting usually initiates whenever there is a defect in the native oxide layer. During polarization, once a pit is formed, the parent material gets exposed to the electrolyte solution. The inner anodic site is prone to corrosion, resulting in faster dissolution of the material. The polarization curves of the surface treated samples did not exhibit pitting type of corrosion, which means that the surface was nearly defect-free after electropolishing and passivation. These results suggest that electropolishing and passivation improve the corrosion resistance of NiTi alloy as indicated by more positive corrosion potential and lower corrosion current density.
Electrochemical impedance spectroscopy (EIS) studies are a useful technique which give quantitative information on the mechanism of corrosion of metals when immersed in an electrolytic solution. Figures 11(a)-11(c) show the Bode plots obtained from as-polished and surface treated NiTi alloy in PBS solution. These experimental results are fitted to appropriate equivalent circuits as shown in Figure 12 .
In the circuit, represents the electrolyte resistance between the working electrode and reference electrode, is the double electrochemical layer resistance associated with the charge transfer resistance at the electrolyte-porous layer interface and is its capacitance, is resistance of the barrier layer, and is barrier layer capacitance. In order to account for nonideal frequency response, it is commonly accepted to employ constant phase element (CPE) denoted by , which has a noninteger power dependence on the frequency, instead of pure capacitance. The impedance of a CPE is defined as
where is the proportional factor, is √ − 1, is the frequency, and −1 < < 1 has the meaning of a phase shift. If = 1, is pure capacitance, and if = 0, is pure resistance. The equivalent circuit used for fitting the experimental data of the present study has been found to be similar to earlier proposed circuit for Ti and its alloys [39] [40] [41] . The fitting quality was evaluated by chi-square value which was found to be in the order of 10 −3 -10 −4 and the relative error values were below 10%. The fitting parameters used to simulate EIS data for NiTi alloy of different surface finishes are given in Table 6 .
In the present study, a bell shaped Bode plot was obtained for bare NiTi (Figure 11(a) ). Hang et al. reported similar behavior for NiTi substrate in PBS solution [42] . The electropolished and passivated alloys exhibited two-time constant behavior, consisting of outer porous layer whose resistance is and an inner barrier layer whose resistance is . These surfaces showed a typical behavior of a corrosion resistant surface exhibiting a near capacitive response as illustrated by a phase angle close to −90 ∘ over a wide range of frequencies, suggesting that a very stable passive film was formed after surface treatment of NiTi alloy with a double layer structure. The polarization resistance value of bare NiTi sample was given by 3.8 × 10
4 Ωcm 2 . The resistance of the porous layer for both electropolished and passivated samples was, respectively, 6.7 and 4.2 Ωcm 2 . The barrier layer resistances of these samples were found to be in the order of 10 6 Ωcm 2 . Therefore the outer porous layer was not efficient in preventing the attack of corrosive ions but the inner barrier layer could withstand their attack. There was 100 times increase in polarization resistance ( + ) values for all the surface treated alloys in comparison with untreated alloys, indicating that electropolishing and passivation can control the charge transfer at substrate/electrolyte interface and hence improved the corrosion resistance. Further the value for the passivated sample was almost three times higher than electropolished samples. In general, the term " " signifies the surface roughness of the working electrode. The deviation of " " from unity indicates an uneven surface finish. The " " value was found to be the least (Table 6 ) for passivated samples due to the chemical reaction at the solution/sample 
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interface which modified the surface finish. The value obtained from AFM studies also confirmed a rougher surface after post-treatment.
The barrier layer capacitance, , for bare NiTi, EP20V, and EP20VPIE was 36, 7.9, and 0.43 Ss n cm −2 , respectively, which means that the thickness of the barrier layer formed after mechanical polishing was very thin compared to surface treated alloys. The capacitance, , and the thickness, , are related by the equation = 0 / , where is the dielectric constant of the barrier, 0 the vacuum permittivity, the area, and the thickness of the oxide layer. Therefore the higher the capacitance, the lower the thickness of the oxide formed. The oxide layer thickness increased almost 85 times after electropolishing and passivation when compared to mechanically polished samples. The barrier layer resistance, , also gave the same conclusion, in which the barrier layer resistance of bare NiTi was almost 100 times lower than that of surface treated alloys. The thickness of the oxide layer of passivated samples was almost 18 times higher than electropolished samples. This indicated better protection capacity of the oxide formed after post-treatment.
Nickel Release.
Surface modification by electropolishing process aids in removing the defective passive layer and due to the formation of uniform surface a more homogenous passive layer will be formed which can effectively prevent the release of nickel. The results of cumulative nickel release rate measured as a function of immersion duration in Hanks' solution for a period of 14 days were given in Figure 13 .
It was evident from Figure 13 that electropolishing process significantly reduced the nickel elution compared to bare NiTi. Passivated NiTi alloy showed lowest nickel ion release. The trend in release rate was altered due to surface modification even though it could not completely prevent the nickel elution. For bare NiTi alloy, the amount of nickel eluted was 640 ppb after 2 weeks of immersion. Passivated surface which has the lowest water contact angle showed minimal amount of nickel release among all the samples. This may be due to the increase in the thickness and/or compactness of the passive titania layer which reduced the harmful nickel elution.
Native titanium oxide would be formed spontaneously on the surface of fresh cut NiTi alloy due to surface oxidation even at ambient conditions. After mechanical polishing, the surface possesses several scratch defects. The native oxide formed on NiTi alloy may not be uniform due to the presence of such defects. Electropolishing process aids in forming a homogenous surface and so the oxide layer formed would be almost defect free. During the process of electropolishing, because of the applied potential, a polishing film will form at the anode surface which controls the anodic dissolution of the substrate. Peaks which receive higher current densities will be selectively etched compared to the valleys resulting in a smooth surface finish. Along with anodic dissolution, oxygen evolution will also occur at the anode. Various reactions occurring at the electrodes during electropolishing can be written as
Nickel existing in nonoxidized state is more liable to dissolution and oxidation [34] . Initial reaction at the anode will be field assisted dissolution which may result in the migration of titanium and nickel ions to the polishing film/electrolyte interface and it chemically dissolves in perchloric acid:
Due to the applied field, the outward diffusion of nickel from the substrate surface will be more and hence the electrolytic solution will be enriched with nickel and NiTi alloy surface with titanium even though the bulk composition remains unchanged.
Electropolished and passivated samples after polarization test did not show any pits at the surface, which is a characteristic feature of an inclusion/precipitate free surface. Passivation using saturated potassium periodate at 95 ∘ C resulted in the oxidation of NiTi alloy. The improved surface oxidation of NiTi alloy was also evident in the AFM images in which the nanosize peaks formed after electropolishing were converted to microsize peaks after passivation. Capacitive behavior over a wide range of frequencies supported the compactness of the oxide layer formed although some amount of unoxidized titanium existed at the surface of the electropolished sample. Passivating the electropolished samples in periodate solution assisted in the complete oxidation of titanium to titania and hence the compactness of the oxide was further enhanced. This was also supported by in vitro nickel release analysis which showed that, due to passivation, nickel ion release was significantly reduced when compared to untreated NiTi alloy.
The present study established that electropolishing and postpassivation treatment result in a remarkable increase in the corrosion resistance and biocompatibility of NiTi alloy. The study was mainly focused on establishing the electrochemical behavior of the surface modified alloy on exposure to simulated body fluids for short term period. But from a biomaterial application point of view, the material needs to be evaluated further for its electrochemical behavior and nickel release rate on exposure to longer time duration. Another important aspect of the use of these materials for implant applications requires establishing osseointegration. An understanding of osseointegration behavior can be achieved by studying the growth characteristics of hydroxyapatite on the NiTi alloy surface on exposure to simulated body fluids and these studies show a great promise for future research.
Conclusions
In the present study, electropolishing of equiatomic NiTi alloy was carried out using perchloric acid based solution. Good electropolished surface was obtained within a short duration of 30 sec. Passivation at 95 ∘ C using potassium periodate solution improved the hydrophilicity of the alloy due to the formation of microsized nodules distributed over the surface. The passive film formed after surface treatment was more compact and uniform and no pits could be noticed as observed for mechanically polished samples. The Ti/Ni ratio substantially increased after passivation. The nickel content at the surface of the passivated sample was the least and hence the amount of nickel eluted out was also minimum. The barrier layer resistance increased thrice when compared to electropolished samples due to the increased stability of the oxide layer formed after passivation. Electropolishing in perchloric acid based electrolyte and passivation in potassium periodate solution would be beneficial for enhancing the biomedical properties of NiTi shape memory alloys.
